Introduction {#lam12753-sec-0001}
============

Infectious bronchitis virus (IBV) infects chickens of all ages causing respiratory, urogenital, reproductive and/or digestive systems diseases. Infectious bronchitis virus belongs to the *Gammacoronavirus* genus (order *Nidovirales*, family *Coronaviridae*, subfamily *Coronavirinae*) (Carstens [2010](#lam12753-bib-0004){ref-type="ref"}; Dong *et al*. [2007](#lam12753-bib-0009){ref-type="ref"}) and its genome consists of an approximately 30‐kb‐long single‐stranded, positive‐sense RNA. The genome structure and the biology of the virus predispose for changes in IBV genome (Ovchinnikova *et al*. [2011](#lam12753-bib-0016){ref-type="ref"}; Woo *et al*. [2009](#lam12753-bib-0021){ref-type="ref"}). The most important are changes in the spike protein gene (S), especially in its S1 part which encodes extracellular protein subdomain since they may imply a change in the antigenicity or pathogenicity of the virus. So far, many genotypes, serotypes or protectotypes have been identified, depending on the method used for differentiation. However, even the most commonly used genotyping results were sometimes ambiguous because there were no standard rules that should be followed. That\'s why new classification based on S1 coding region sequence which distinguished and named 32 lineages arranged in six genotypes has been recently proposed (Valastro *et al*. [2016](#lam12753-bib-0019){ref-type="ref"}).

The GII‐1 lineage (named also D1466 or D212 variant) of IBV was detected for the first time in the Netherlands in the late 1970s as an aetiological factor of problems connected with egg losses (Davelaar *et al*. [1984](#lam12753-bib-0007){ref-type="ref"}; de Wit *et al*. [2011](#lam12753-bib-0020){ref-type="ref"}). Interestingly, the S1 coding region of this variant was different from other European IBV strains which resulted in its classification to the GII genotype together with Dutch V1397 strain (Valastro *et al*. [2016](#lam12753-bib-0019){ref-type="ref"}). For many years the D1466 strains has been only occasionally recognized but results of a molecular survey conducted between 2005 and 2006 indicated increasing problems connected with this variant in most countries of Western Europe (Worthington *et al*. [2008](#lam12753-bib-0022){ref-type="ref"}). In Poland this variant emerged in 2011 and subsequently has been identified in different parts of the country (Domanska‐Blicharz *et al*. [2012](#lam12753-bib-0008){ref-type="ref"}).

For IBV detection different molecular assays have been described including conventional reverse transcription‐polymerase chain reaction (RT‐PCR) (Adzhar *et al*. [1996](#lam12753-bib-0002){ref-type="ref"}; Farsang *et al*. [2002](#lam12753-bib-0010){ref-type="ref"}), labelled TaqMan probe‐ or SYBR green‐based real‐time RT‐PCR (real‐time RT‐PCR) assays or reverse transcription loop‐mediated isothermal amplification (RT‐LAMP) (Callison *et al*. [2006](#lam12753-bib-0003){ref-type="ref"}; Chen *et al*. [2010](#lam12753-bib-0006){ref-type="ref"}; Fellahi *et al*. [2016](#lam12753-bib-0011){ref-type="ref"}; Jones *et al*. [2011](#lam12753-bib-0012){ref-type="ref"}; Meir *et al*. [2010](#lam12753-bib-0015){ref-type="ref"}). The next step is identification of detected IBV strain, which relays on amplification, sequencing and [blast]{.smallcaps} (Basic Local Alignment Research Tool) or phylogenetic analysis of the sequence of S1 coding region. Recently proposed IBV classification is based on the sequence of the entire S1 part with a length of 1620 nt but this is only possible for highly specialized molecular laboratories (Valastro *et al*. [2016](#lam12753-bib-0019){ref-type="ref"}). The main obstacle is the lack of universal primers and sometimes many primers should be tested before final strain identification which could be a very time and labour consuming. On the other hand, information about IBV circulating in the field should be quickly obtained as it is important for selecting suitable protective vaccine. The real‐time RT‐PCR assays seem to be effective tools for IBV‐type identification and although S1 coding region is prone to mutations, methods aimed in this gene detection has been recently developed and used for GI‐1 (Mass, Connecticut), GI‐9 (Arkansas), GI‐11 (SAI), G1‐16 (ASAII) and GIV‐1 (DE072/GA98) lineages (Acevedo *et al*. [2013](#lam12753-bib-0001){ref-type="ref"}; Marandino *et al*. [2016](#lam12753-bib-0014){ref-type="ref"}; Roh *et al*. [2014](#lam12753-bib-0018){ref-type="ref"}, [2013](#lam12753-bib-0017){ref-type="ref"}).

For detection of GII‐1 (D1466‐like) IBV lineage standard nested RT‐PCR assay is commonly applied. However, this method is a time‐consuming and labour intensive as it needs multiple manipulation of genetic material. Moreover, these multiple steps of RNA/DNA handling might result in cross‐contamination and as consequences in false positive results. The real‐time RT‐PCR assay helps to avoid these disadvantages. Here, we describe the development of a TaqMan probe‐based real‐time RT‐PCR for the detection of GII‐1 (D1466‐like) IBV lineage. We also describe the conclusions from the routine use of this method, which was implemented in our laboratory in 2014.

Results and discussion {#lam12753-sec-0002}
======================

Optimizing of GII‐1 real‐time RT‐PCR {#lam12753-sec-0003}
------------------------------------

In the present work we have successfully developed a highly sensitive TaqMan probe‐based real‐time RT‐PCR assay for detection of GII‐1 lineage of IBV. So far, standard nested RT‐PCR assay was commonly used for this purpose (Cavanagh *et al*. [1999](#lam12753-bib-0005){ref-type="ref"}; Worthington *et al*. [2008](#lam12753-bib-0022){ref-type="ref"}). Both methods target similar fragment of S1 coding fragment which is crucial for IBV‐type determination. However, the primers and probe designed for real‐time RT‐PCR met single mismatches in nucleotide sequences of D1466‐like IBV strains previously detected in Poland and they include some degenerative ones (two in the reverse primer and two in the probe) to avoid failure in this genotype detection. The standard curve and linear regression analysis were performed using serial dilutions of known quantity of GII‐1 IBV RNA (Fig. [1](#lam12753-fig-0001){ref-type="fig"}). *C* ~t~ values ranged from 17·70 to 37·03 cycles (Table [1](#lam12753-tbl-0001){ref-type="table"}) with a coefficient of determination (*R* ^2^) of 0·996. The slope of −3·168 reveals a very high RT‐PCR efficiency (106%). The limit of detection of the GII‐1 IBV real‐time RT‐PCRs and universal for all gammacoronavirus were similar at the level of an approximately 56 copies of viral RNA. The sensitivity of the standard nested RT‐PCR was almost 30‐fold lower and detected the presence about 1500 copies of viral RNA (Table [1](#lam12753-tbl-0001){ref-type="table"}). Moreover, the assay developed in the present study showed to be highly specific as no fluorescent signals were detected with other tested IBV lineages or chicken RNA viral pathogens. The intra and interassay precision of the new method were assessed using serial dilutions of D1466 IBV RNA ranging from 8·2 × 10^6^ down to 5·6 × 10^1^ copies. The repeatability CVs of D1466 real‐time RT‐PCR ranged from 0·17 to 0·69%, while the reproducibility CVs ranged from 0·99 to 3·55% (Table [2](#lam12753-tbl-0002){ref-type="table"}).

![Standard curve of real‐time RT‐PCR assay for the detection of GII‐1 lineage of Infectious bronchitis virus (IBV). Each point represents dilution of vaccinal D1466 variant of IBV containing from 8·2 × 10^4^ to 5·6 × 10^1^ RNA copies/reaction.](LAM-65-141-g001){#lam12753-fig-0001}

###### 

Sensitivity of standard nested RT‐PCR, universal and D1466 real‐time RT‐PCR assays

  Viral copies   Standard nested RT‐PCR   Universal real‐time RT‐PCR\*   D1466 real‐time RT‐PCR[a](#lam12753-note-0002){ref-type="fn"}
  -------------- ------------------------ ------------------------------ ---------------------------------------------------------------
  8·2 × 10^6^    pos                      18·29                          17·70
  6·1 × 10^5^    pos                      21·59                          21·06
  3·7 × 10^5^    pos                      25·05                          24·91
  3·5 × 10^4^    pos                      28·36                          28·15
  5·1 × 10^3^    pos                      31·27                          30·87
  1·5 × 10^3^    pos                      33·24                          33·44
  5·6 × 10^1^    neg                      36·92                          37·03

nd, not done; pos, positive result; neg, negative result.

Mean *C* ~t~ value obtained in the assays.
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###### 

Intra‐ and interassay variability in the D1466 real‐time RT‐PCR

  Viral copies   *C* ~t~ mean   Intra‐assay (repeatability)   *C* ~t~ mean   Interassay (reproducibility)          
  -------------- -------------- ----------------------------- -------------- ------------------------------ ------ ------
  8·2 × 10^6^    17·70          0·69                          0·12           17·76                          2·39   0·42
  6·1 × 10^5^    21·06          0·10                          0·02           21·32                          3·55   0·75
  3·7 × 10^5^    24·91          0·04                          0·01           24·87                          1·27   0·31
  3·5 × 10^4^    28·15          0·36                          0·10           28·03                          1·12   0·31
  5·1 × 10^3^    30·87          0·16                          0·05           30·85                          1·24   0·38
  1·5 × 10^3^    33·44          0·53                          0·18           32·60                          2·93   0·95
  5·6 × 10^1^    37·03          0·17                          0·06           37·59                          0·99   0·37
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GII‐1 IBV detection in field samples {#lam12753-sec-0004}
------------------------------------

The assay developed in this study has been tested on numerous field tissues and swabs samples. The total of 190 field samples from chicken (broilers, commercial layers and broiler breeders) were tested by gammacoronavirus universal real‐time RT‐PCR assay in the period between 2014 and 2016. One hundred and twenty‐seven (66·8%) were positive for IBV. When these samples were tested by the GII‐1 real‐time RT‐PCR, 4 of 127 (3·15%) were positive. Interestingly, no D1466‐positive sample was detected in 2014 but three samples in 2015 and one in 2016 were identified. Molecular studies carried out between 2005 and 2006 in Western European countries showed growing problems associated with D1466 genotype (Worthington *et al*. [2008](#lam12753-bib-0022){ref-type="ref"}). In 2005, the average frequency of the D1466‐like virus in Belgium, the Netherlands and Germany was about 3--5%, and in 2006 the presence of this variant increased to 7, 10 and 16% respectively. In Poland, in the period from November 2011, when the first case of D1466 IBV was detected, to December 2013, the standard nested RT‐PCR was used and this assay enabled detection of 26 positive samples indicating the presence of this variant at 11·7% of studied chicken flocks. Our study clearly shows a gradual decrease in the GII‐1 IBV prevalence in Poland.

The assay here developed enables the estimation of the amount of viral RNA copies, which could be a useful indicator of the infection phase and correlate with viraemia or clinical disease (Mackay *et al*. [2002](#lam12753-bib-0013){ref-type="ref"}). The real‐time RT‐PCR is able to detect as few as 56 RNA molecules of this IBV lineage. When testing field samples, the *C* ~t~ values obtained were relatively high (mean *C* ~t~ values of 32·4 ± 3·8) which address the mean amount of virus RNA about 1500 copies per reaction. The low number of GII‐1 IBV RNA copies in most cases did not parallel the *C* ~t~ values obtained in universal real‐time RT‐PCR which were much lower. This was due to the presence of other IBV lineages in these samples. Subsequent applied assays aimed at the identification of other IBV lineages revealed the presence GI‐1 (Mass‐like), GI‐13 (793B‐like), GI‐19 (QX‐like) or GI‐23 (Var2‐like) in almost all of them. There was only one case where the *C* ~t~ values in both assays were equal indicating a low number of RNA copies (*C* ~t~ about 32). It seems that this variant replicates poorly in the tissues of chickens and its excretion with the faeces is also low. The poorly replicating viruses are unlikely to cause disease symptoms. In fact some of the D1466‐positive chicken flocks were described as healthy by the maintenance staff. Therefore, pathogenicity and virulence of the GII‐1 strains seem to be insignificant.

We also revealed the usefulness the RT‐ddPCR for RNA concentration determination. Usually, standard curves are synthetically generated with plasmids or transcript molecules with the same sequence as the gene of interest. However, its concentration depends not only on the dilution but also on the quantification methods which themselves are prone to uncertainties. The RT‐ddPCR is a method that greatly facilitates RNA measurement and overcomes these limitations. The primers and probe constructed in this study for real‐time RT‐PCR were successfully used in RT‐ddPCR. However, due to the fact that only few laboratories use this technology routinely, our efforts have focused on real‐time RT‐PCR.

In conclusion, the TaqMan probe‐based real‐time RT‐PCR assay described here is a time‐saving, specific, sensitive and reliable method of detection of GII‐1 lineage (D1466‐like) of IBV which could successfully replace standard nested RT‐PCR. Moreover, this new assay enables the assessment of viral load measurement which might be useful for epidemiology and pathogenesis studies.

Materials and methods {#lam12753-sec-0005}
=====================

Primers and probe design {#lam12753-sec-0006}
------------------------

The S1 coding fragment sequences of D1466‐like IBV strains were retrieved from the GenBank database and aligned using [mega6]{.smallcaps} (<http://www.megasoftware.net>, Molecular Evolutionary Genetics Analysis ver. 6.0) software package. Primers and probe were designed manually based on a conserved region within the aligned S1 part of S gene sequences of 12 strains of GII‐1 IBV lineage. Forward primer D5‐f (5′‐TTACAGCCTGGCAATGTCTT‐3′) located at nucleotide position 458--477 according to the sequence of D1466 strain (GenBank accession no. M21971); reverse primer D6‐r (5′‐CAACATCCTCmrTAAAGTTAGAAC‐3′) located at nucleotide position 521--544, and TaqMan D‐probe (FAM‐CyAGTGTGTTTCTAAAyGGCAACCTT‐BHQ1) located at nucleotide position 488--514 amplified and detected 87‐bp fragment. In silico specificity of the primers and probe was assessed by [blastn]{.smallcaps} search function (<http://www.ncbi.nlm.nih.gov/BLAST>). The primers and probe were synthesized by Genomed Sp. z o.o. (Warsaw, Poland).

Sampling and sample preparation {#lam12753-sec-0007}
-------------------------------

Tissue samples (kidney, oviduct, respiratory and intestinal tracts) and oropharyngeal/cloacal swabs from various broiler chickens, commercial layers and broiler breeder farms were submitted for laboratory diagnosis. In the period between 2014 and 2016 a total of 190 flocks from different regions of Poland were obtained. For molecular assays optimization the live attenuated IB vaccine (Nobilis IB D1466; MSD Animal Health, Boxmeer, the Netherlands) was used. Tissue samples were homogenized in 10--20% (w/v) suspension and vaccine and swabs hydrated in phosphate‐buffered saline (PBS) with addition of antibiotics (100 μ penicillin and 100 μg streptomycin per ml), centrifuged at 3000***g*** for 15 min. Total RNA was extracted from 250 μl of tissues homogenates, vaccine and swabs (five pooled swabs) supernatants into 50 μl RNase‐free water using commercial kits (RNeasy Mini Kit; Qiagen, Hilden, Germany) according to the manufacturer\'s instruction.

Standard nested RT‐PCR and real‐time RT‐PCR assays {#lam12753-sec-0008}
--------------------------------------------------

Standard nested RT‐PCR amplification was performed using the primers described by Cavanagh *et al*. ([1999](#lam12753-bib-0005){ref-type="ref"}). The first reaction was carried out with OneStep RT‐PCR Kit (Qiagen) in a 25‐μl final reaction mixture volume containing 5 μl 5× OneStep RT‐PCR buffer, 5 μl 5xQ solution, primers to a final concentration of 600 nmol l^−1^, 400 nmol l^−1^ of each dNTP, 2·5 μl RNA template and nuclease‐free water. The nested reaction was carried out with Taq DNA Polymerase Kit (Eurx, Gdansk, Poland) in a 25‐μl volume containing 12·5 μl 2× Taq PCR Master Mix, nested primers to a final concentration of 600 nmol l^−1^, 2·5 μl cDNA from the first reaction and nuclease‐free water. Thermocycler running conditions were: 94°C for 30 s, 49°C for 30 s and 72°C for 30 s, repeated 35 times and thereafter a final extension step at 72°C for 5 min. Additionally the first reaction was preceded by a reverse transcription at 50°C for 30 min and by polymerase activation at 95°C for 15 min. PCR products were visualized and documented by electrophoresis in a 1·8% agarose gel stained with ethidium bromide under UV light using a MiniBIS Pro System (DNR Bio‐Imaging Systems Ltd., Neve Yamin, Israel).

The real‐time RT‐PCR assays were performed using 7500 Fast real‐time PCR system (Applied Biosystems) in a 96‐well optical plate format. Amplification of D1466‐like variant S1 cDNA fragment was carried out in a 25‐μl mixture volume containing 12·5 μl 2× QuantiTect Probe RT‐PCR Master Mix (QuantiTect Probe RT‐PCR Kit, Qiagen), 0·25 μl QuantiTect RT Mix, primers to a final concentration of 400 nmol l^−1^, probe to a final concentration of 200 nmol l^−1^, 2·5 μl RNA template and nuclease free water. Thermal cycling conditions included one cycle at 50°C for 30 min for reverse transcription, one cycle at 95°C for 15 min for Taq polymerase activation and 40 cycles of 95°C for 10 s, and 60°C for 60 s for cDNA amplification. Fluorescence was acquired during each extension step. Negative controls contained PCR‐grade water.

Universal real‐time RT‐PCR assay for all gammacoronaviruses detection was run with the same chemistry and condition, but with the primers and probe according to Callison *et al*. ([2006](#lam12753-bib-0003){ref-type="ref"}).

Standard curve generation for analytical testing and specificity assay {#lam12753-sec-0009}
----------------------------------------------------------------------

The reverse transcription droplet digital PCR (RT‐ddPCR) with the same primers and probe as in D1466 real=time RT‐PCR was used to quantify the RNA concentration. The RNA isolated from 10‐fold dilutions of D1466 IB vaccine were analysed using a Droplet Digital PCR QX100 System (Bio‐Rad Laboratories, Inc., Hercules, CA, USA) courtesy of the Department of Microbiology, National Veterinary Institute (Uppsala, Sweden). The 25 μl RT‐ddPCR reaction mixture contained 1 × Supermix, 2 U μl^−1^ reverse transcriptase, 300 nmol l^−1^ DTT (Bio‐Rad Laboratories, Inc.), D1466 primers (400 nmol l^−1^)/probes (200 nmol l^−1^) and 8·2 μl nucleic acid. Reverse transcription was carried out at 50°C for 30 min followed by denaturation at 95°C for 10 min, and DNA was amplified with 40 PCR cycles at 95°C (30 s) and 60°C (1 min). Read‐out of positive vs negative droplets was performed with the droplet reader and the absolute quantification of PCR target was executed using [quantasoft]{.smallcaps} v1.6 software (BioRad Laboratories, Inc.). Each dilution was tested in duplicate and the amount of RNA were medium value from the measurements obtained. Then, the same dilutions of viral RNA containing a known number of molecules were tested in real‐time RT‐PCR.

Additionally, the amplification efficiency and coefficient of determination were calculated for the GII‐1 real‐time RT‐PCR. To assess repeatability and reproducibility, each dilution was tested on different dates and by two different laboratory technicians (in triplicate in each combination). Obtained fluorescence threshold crossing point values (*C* ~t~ values) from each run was then used for calculation of the mean, standard deviation and coefficient of variation.

To evaluate the specificity of the real‐time RT‐PCR, the RNA preparations from other common poultry viral pathogens (GI‐1, GI‐12, GI‐13 and GI‐19 lineages of IBV, infectious bursal disease virus, Newcastle disease virus, avian influenza virus, avian reovirus, astrovirus and rotavirus) were used.
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